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Fibrin Glue Assisted Trans-Scleral Fixation of an Endocapsular 
Device for Sutureless Trans-Scleral Capsular 
Bag Fixation in Traumatic Subluxations: 
The Glued Endocapsular Ring/Segment 



Subluxated cataracts secondary to blunt injury are a challenge to treat from the construction of rhexis to 
IOL insertion. For that reason, we designed a new glued endocapsular ring (ECR)/ segment (ECS) for 
subluxated cataracts and lOLs for sutureless fibrin glue assisted trans-scleral fixation of the capsular bag. 
The glued ECR/segment stabilizes the capsular bag intra and post-operatively, allowing for sutureless fibrin 
glue assisted trans-scleral fixation. The segment gives vertical, horizontal and rotational stability as well as 
forniceal expansion. The advantages to this approach include easier implementation; faster surgery; easy 
adjustability; sturdier scleral fixation; fewer chances of segment drop into vitreous and lack of suture- 
related complications. Our hypothesis is that a glued versus sutured ECR/ECS will be more viable and stable 
on the sclera in the long term. Less pseudophakodonesis will also lead to a more stable capsule-bag 
complex and reduce the risk of posterior segment complications such as retinal detachment and cystoid 
macular edema. The nature of the device also makes its removal, if required, much more straightforward 
than the sutured rings/segments. This device can be used in patients with subluxated cataracts, 
colobomatous lens or subluxated lOLs. 
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ABSTRACT 



KEY WORDS 



Ocular trauma is a major cause of ocular morbidity and 
can result in various types of injuries to the eye. These 



INTRODUCTION 



include penetrating injuries and blunt injuries to the eye 
[1,2] ranging from corneal tears to avulsion of the optic 
nerve. These are commonly seen in the younger age 
group and can culminate in significant morbidity. Though 
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both penetrating injuries and blunt injuries can manifest 
as traumatic subluxation of the lens, the presentation 
can be very different. Subluxation in penetrating ocular 
trauma is usually associated with a corneal, scleral or 
corneo-scleral tear, uveal tissue prolapse, and frequently 
with anterior, and occasionally posterior lens capsule 
tear[3]. This generally results in complicated surgery 
including the need to repair the integrity of the globe as 
well as cataract extraction with primary or secondary IOL 
implantation. 

Subluxations associated with blunt injuries generally 
have an intact anterior and posterior capsule. The extent 
of subluxation depends on the extent of zonulodialysis 
resulting from the concussion injury and can lead to a 
decrease in vision. It may also be associated with the 
development of a post-traumatic rosette cataract which 
can lead to a further decrease in vision. The classical 
manners in which such subluxations are dealt with 
depend on the extent of dialysis and the degree of 
nuclear sclerosis [4]. For small subluxations, an 
endocapsular ring may suffice [5-11]. But for 
subluxations affecting more than three to four clock 
hours, scleral fixation of the capsular bag and its contents 
is required [12-15]. This is traditionally done with sutured 
endocapsular segments and rings [12-14]. The need for 
sutures has the inherent disadvantage of long term 
viability and can lead to problems associated with 
strength and durability. 

HYPOTHESIS 

We hypothesize that a device that can expand and 
stabilize the endocapsular bag without the use of sutures 
will not only have better stability in the long term but will 
also provide better stability intra-operatively, i.e., be able 
to withstand the stress forces that are exerted during 
surgery. For this we designed a new intra-ocular device 
the glued endocapsular ring/segment to provide fibrin 
glue assisted sutureless trans-scleral fixation of the 
capsular bag and its contents [16]. This device was 
designed by one of the authors (SJ). 

DISCUSSION 

Subluxated cataracts can be a challenge in surgery. A lax 
bag does not offer sufficient resistance to all the 



manoeuvres that are required for a successful cataract 
surgery. This can lead to difficulties in every step, right 
from creating the rhexis to implanting the IOL [5]. 
Subluxations smaller than 3-4 clock hours can be 
managed by capsular tension rings [6-11] but larger 
subluxations require scleral fixation of the capsular bag 
[12-15]. For such larger subluxations, once the rhexis is 
created, one option is to perform a hydrodissection, 
implant the conventional sutured endocapsular ring or 
segment and fix it to the scleral wall by means of a suture 
[12-15]. The rest of the cataract surgery is then 
performed followed by lens implantation. The second 
option is to perform a rhexis, use capsule hooks [17-20] 
to stabilize the bag and then proceed with cataract 
surgery. This necessitates having to make multiple 
paracenteses wounds to insert the capsule hooks which 
then need to be removed and replaced with a sutured 
endocapsular ring/segment at the end of 
phacoemulsification. 

The disadvantages of the first option include the lack of 
stability provided by sutured fixation. Sutures that have 
been used include 10-0 and more recently 9-0 prolene or 
GoreTex. The suture acts as a link between the 
endocapsular ring at one point and the sclera at the 
other point. As it is a single point fixation at both ends, it 
leads to an increased possibility of pseudophacodonesis 
as well as rotational movements of the device and 
therefore the capsular bag. Sutures also do not provide 
the sufficient amount of vertical stability that is required 
for in the bag manoeuvres such as chopping and 
cracking. Frequently, the entire bag is moving while 
attempting in the bag manoeuvres. The intra-operative 
disadvantage of the second option involves an increased 
number of incisions for inserting capsule hooks. More 
incisions can potentially increase the risk of post- 
operative complications such as wound leak, shallow 
anterior chamber, endophthalmitis, etc. Once the hooks 
are replaced by the sutured endocapsular ring/ segment 
prior to IOL insertion, the disadvantages associated with 
sutured capsular bag fixation are present. 

In addition to these disadvantages, sutured 
segments/rings also have the inherent disadvantage of 
requiring more complicated intra-ocular manoeuvring for 
implanting the endocapsular ring. The suture needs to be 
tied to the endocapsular segment/ring and then requires 
multiple passes of long and thin needles across the 
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anterior chamber. This makes the procedure more 
complicated and time consuming. Also, once the sutures 
are brought out under the lamellar scleral flap, they are 
tied down to keep the ring in place. Any miscalculation in 
the tension with which the knot is tied can result in 
either an insufficient centring of the capsular bag or a lax, 
dangling bag which can further increase the occurrence 
of pseudophacodonesis. Should this happen, it is 
necessary to cut the knot and repeat the entire 
procedure. 




Fig 1: A: The design of the glued endocapsular hemi-ring is seen as well 
as its positioning in the direction of dialysis. B: a lamellar scleral flap 
and sclerotomy are created in the area of dialysis. The haptic of the 
device is introduced into the anterior chamber. C: The haptic is caught 
by an end-gripping microforceps introduced through the sclerotomy. D: 
The rest of the glued endocapsular hemi-ring is flexed in using a 
singlehanded fish-tailing technique. E: The circular scrolls engage the 
capsulorhexis rim. F: The capsular bag is centered. G: A scleral tunnel is 
created at the edge of the scleral flap with a 26-gauge needle. H: The 
haptic is tucked into the tunnel. I: Fibrin glue is applied and the flap is 
sealed down over the haptic. 

Reprinted from Journal of Cataract and Refractive Surgery 38(2); Jacob 
S, Agarwal A et al. Glued endocapsular hemi-ring segment for fibrin 
glue-assisted sutureless transscleral fixation of the capsular bag in 
subluxated cataracts and intraocular lenses. PP: 193-201 Copyright 
2012 with permission from Elsevier. 

The glued endocapsular ring is designed to have an intra- 
capsular forniceal part which consists of two arms, a 
Malyugin ring-like scrolled engaging mechanism [21,22] 
which engages the rim of the rhexis and a haptic which is 
exteriorized through a sclerotomy under a scleral flap. 
The haptic gets tucked into an intra-scleral coat hanger 
shaped Scharioth tuck [23,24]. The scleral flap is glued 



down with fibrin glue as in a glued IOL technique [25- 
27](Fig 1). The advantage to this device is that part of it is 
exteriorized out through a sclerotomy and tucked trans- 
sclerally along a significant part of its length. As it is a 
part of the device itself that is exteriorized and tucked, 
we hypothesize that it leads to greater rotational and 
vertical stability both intra- and post-operatively. The 
tight fit within the scleral tunnel does not allow 
horizontal, vertical or rotational movements of the ring 
and thereby the capsular bag. Elimination of single point 
fixation at both ends- - at the ring and at the scleral point 
of attachment - gives the glued endocapsular ring an 
inherent stability that is not seen with sutured rings/ 
segments. This procedure, viewed in its entirety, leads to 
decreased pseudophacodonesis and concurrently, a 
decreased incidence of posterior segment complications. 

As the gauge of the glued endocapsular ring is designed 
to be the same as that of the IOL haptic, it also provides 
more robust fixation in the intra- and post-operative 
period. This provides good stability for performing in the 
bag manoeuvres such as nucleus chopping, etc. Long 
term problems that are associated with sutured fixation 
such as suture degradation, erosion and knot slippage 
are eliminated [28-34]. The coat hanger type of intra- 
scleral tunnel and trans-scleral fixation that is used 
effectively anchors the ring onto the sclera without any 
chance of slippage (Fig 2). Since it is constructed of IOL 
haptic material, its long term biocompatibility both 
within the eye as well as trans-sclerally is also known [23- 
27]. The Malyugin ring-like scrolled engaging mechanism 
that is used for engaging the rhexis is atraumatic. 

Intra-operative advantages of this approach include ease 
of surgery. The trans-chamber passage of long, thin 
needles is no longer required, so this surgery has become 
a relatively straight-forward procedure. Also, there is less 
operating time needed. Elimination of sutures and knots 
makes intra-operative adjustability very easy. The length 
of the externalised haptic is cut to the desired length and 
the degree of tuck of the haptic within the intra-scleral 
tunnel is adjusted till good centration is obtained. This 
process can again be repeated after IOL implantation so 
that the IOL is well centered on the visual axis. 

In any kind of scleral bag fixation - either sutured or 
sutureless - a decentered bag (due to a lack of centration 
of the sclera flap on the extent of dialysis) could occur 
regardless of the tension of the sutures or the degree of 
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tuck of the externalised haptic. If this occurs, the scleral 
flap needs to be re-fashioned at the correct location 
again to ensure centration. With sutured segments/ 
rings, it then becomes necessary to perform the entire 
procedure all over again, from tying the knot onto the 
endocapsular ring/segment. But with the glued 
endocapsular ring/segment, it is only necessary to 
interiorise the haptic into the anterior chamber and then 
re-exteriorize it out again through a sclerotomy under 
the correctly placed new flap. 

It is also easy to remove the ring should the need arise as 
it is made of flexible material and can easily be pulled 
out. The use of fibrin glue to seal the flap makes the 
procedure much safer as the haptic is sealed hermetically 
under the flap with no portion of it exposed to the sub- 
conjunctival space [25-27]. 

In an IRB approved, prospective non-comparative case 
series, 5 eyes of 5 patients (three males, two females) 
with traumatic subluxated cataract (extent of subluxation 
ranging from more than 120 degrees to 180 degrees) 
underwent glued endocapsular ring implantation. The 
mean age was 49.8 ± 8.22 years. These included one 
inferior, one supero-nasal, one infero-nasal, and two 
superior subluxations. The device was easy to implant 
and provided adequate capsular support in all patients. It 
also allowed in-the-bag IOL implantation in all patients. 
BCVA in decimal equivalent improved from a mean of 
0.316±0.123 pre-operatively to 0.893±0.153 at 7 months 
post-operative period. Pre-operative mean IOP by non 
contact tonometry was 14.6±4.34 and 7 months post- 
operative mean IOP was 12.8±3.03. Pre-operative 
specular count was 2837. 8±214. 811 and 7 months post- 
operatively, it was 2596. 8±196. 412. Central foveal 
thickness on macular OCT at 7 months post-operative 
period was238.8±25.05. 

CONCLUSION: 

The glued endocapsular ring/ segment enables sutureless 
trans-scleral fixation of the capsular bag and its contents. 
It provides good horizontal, vertical and rotational 
stability in both the intra-operative and post-operative 
period as well as capsular expansion. Glued ECR/ ECS as 
versus sutured segments/ rings have greater long term 
stability attained by the bag, are less complicated 
procedurally and are easier to adjust. 




Fig 2: An intra-scleral coat hanger shaped Scharioth tuck is preferred to 
anchor the haptic to the sclera. 



ACKNOWLEDGEMENT: 

The authors thank Ms Sathyalakshmi for technical 
assistance. 

DISCLOSURE 

The authors report no conflicts of interest in this work. 
REFERENCES 

1. Ram J, Verma N, Gupta N, Chaudhary M. Effect of penetrating and 
blunt ocular trauma on the outcome of traumatic cataract in children in 
northern India. J Trauma Acute Care Surg. 2012 Sep;73(3]:726-30. 
PMID: 22929502. 

2. Shah MA, Shah SM, Applewar A, Patel C, Shah S, Patel U. 
OcularTrauma Score: a useful predictor of visual outcome at six weeks 
in patients with traumatic cataract. Ophthalmology. 2012 
Jul;119(7):1336-41. PMID: 22459803. 

3. Memon MN, Narsani AK, Nizamani NB. Visual outcome of unilateral 
traumatic cataract. J Coll Physicians Surg Pak. 2012 Aug;22(8):497-500. 
PMID: 22868014. 

4. Das P, Ram J, Brar GS, Dogra MR. Results of intraocular lens 
implantation with capsular tension ring in subluxated crystalline or 
cataractous lenses in children. Indian J Ophthalmol. 2009 Nov- 
Dec;57(6):431-6. PMID: 19861744. 

5. Jacob S, Agarwal A, Agarwal A, Agarwal S, Patel N, Lai V. Efficacy of a 
capsular tension ring for phacoemulsification in eyes with zonular 
dialysis. J Cataract Refract Surg. 2003 Feb;29(2):315-21. PMID: 
12648643. 

6. Hara T, Hara T, Yamada Y. "Equator ring" for maintenance of the 
completely circular contour of the capsular bag equator after cataract 
removal. Ophthalmic Surg. 1991 Jun;22(6):358-9. PMID: 1896178. 



MEHDI Ophthalmology Journal 2013; Vol. 2, No 1 



Fibrin Glue Assisted Trans-Scleral Fixation of an Endocapsular Device 



7 



7. Nagamoto T. Origin of the capsular tension ring. J Cataract Refract 
Surg. 2001 Nov;27(ll):1710-1. PMID: 11709226. 

8. Nagamoto T, Bissen-Miyajima H. A ring to support the capsular bag 
after continuous curvilinear capsulorhexis. J Cataract Refract Surg. 1994 
Jul;20(4):417-20. PMID: 7932131. 

9. Henderson BA, Kim JY. Modified capsular tension ring for cortical 
removal after implantation. J Cataract Refract Surg. 2007 
Oct;33(10):1688-90. PMID: 17889760. 

10. Nishi O, Nishi K, Menapace R, Akura J. Capsular bending ring to 
prevent posterior capsule opacification: 2 year follow-up. J Cataract 
Refract Surg. 2001 Sep;27(9):1359-65. PMID: 11566516. 

11. Dick HB. Closed foldable capsular rings. J Cataract Refract Surg. 

2005 Mar;31(3):467-71. PMID: 15811732. 

12. Cionni RJ, Osher RH. Management of profound zonular dialysis or 
weakness with a new endocapsular ring designed for scleral fixation. J 
Cataract Refract Surg. 1998 Oct;24(10):1299-306. PMID: 9795841. 

13. Hasanee K, Ahmed II. Capsular tension rings: update on 
endocapsular support devices. OphthalmolClin North Am. 2006 
Dec;19(4):507-19. PMID: 17067905. 

14. Assia El, Ton Y, Michaeli A. Capsule anchor to manage subluxated 
lenses: initial clinical experience. J Cataract Refract Surg. 2009 
Aug;35(8):1372-9. PMID: 19631123. 

15. Yaguchi S, Yaguchi S, Asano Y, Kozawa T, Miyawaki T, Negishi K, 
Tsubota K. Repositioning and scleral fixation of subluxated lenses using 
a T-shaped capsule stabilization hook. J Cataract Refract Surg. 2011 
Aug;37(8):1386-93. PMID: 21782084. 

16. Jacob S, Agarwal A, Agarwal A, Sathish K, Prakash 6, Kumar DA. 
Glued endocapsular hemi-ring segment for fibrin glue-assisted 
suturelesstransscleral fixation of the capsular bag in subluxated 
cataracts and intraocular lenses. J Cataract Refract Surg. 2012 
Feb;38(2):193-201. PMID: 22322161. 

17. Lee V, Bloom P. Microhook capsule stabilization for 
phacoemulsification in eyes with pseudoexfoliation-syndrome-induced 
lens instability. J Cataract Refract Surg. 1999 Dec;25(12):1567-70. PMID: 
10609197. 

18. Novak J. Flexible iris hooks for phacoemulsification. J Cataract 
Refract Surg. 1997 Jul-Aug;23(6):828-31. PMID: 9292663. 

19. Mackool RJ. Capsule stabilization for phacoemulsification. J Cataract 
Refract Surg. 2000 May;26(5):629. PMID: 10850915. 

20. Mackool R. Capsule stabilization devices. J Cataract Refract Surg. 

2006 Oct;32(10):1592. PMID: 17010834. 

21. Solomon K, Gussler JR, Gussler C, Van Meter WS. Incidence and 
management of complications of transsclerally sutured posterior 
chamber lenses. J Cataract Refract Surg. 1993 Jul;19(4):488-93. PMID: 
8355155. 

21. Malyugin B. Small pupil phaco surgery: a new technique. Ann 
Ophthalmol (Skokie). 2007 Fall;39(3):185-93. PMID: 18025623. 

22. Agarwal A, Malyugin B, Kumar DA, Jacob S, Agarwal A, Laks L. 
Modified Malyugin ring iris expansion technique in small-pupil cataract 
surgery with posterior capsule defect. J Cataract Refract Surg. 2008 
May;34(5):724-6. PMID: 18471624. 



23. Gabor SG, Pavlidis MM. Suturelessintrascleral posterior chamber 
intraocular lens fixation. J Cataract Refract Surg. 2007 Nov;33(ll):1851- 
4. PMID: 17964387. 

24. Scharioth GB, Prasad S, Georgalas I, Tataru C, Pavlidis M. 
Intermediate results of suturelessintrascleral posterior chamber 
intraocular lens fixation. J Cataract Refract Surg. 2010 Feb;36(2):254-9. 
PMID: 20152606. 

25. Agarwal A, Kumar DA, Jacob S, Baid C, Agarwal A, Srinivasan S. 
Fibrin glue-assisted sutureless posterior chamber intraocular lens 
implantation in eyes with deficient posterior capsules. J Cataract 
Refract Surg. 2008 Sep;34(9):1433-8. PMID: 18721701. 

26. Kumar DA, Agarwal A, Prakash G, Jacob S, Saravanan Y, Agarwal A. 
Glued posterior chamber IOL in eyes with deficient capsular support: a 
retrospective analysis of 1-year post-operative outcomes. Eye (Lond). 
2010Jul;24(7):1143-8. PMID: 20150926. 

27. Kumar DA, Agarwal A. Glued intraocular lens: a major review on 
surgical technique and results. Curr Opin Ophthalmol. 2013 
Jan;24(l):21-9. PMID: 23080013. 

28. McCluskey P, Harrisberg B. Long-term results using scleral-fixated 
posterior chamber intraocular lenses. J Cataract Refract Surg. 1994 
Jan;20(l):34-9. PMID: 8133477. 

29. McAllister AS, Hirst LW. Visual outcomes and complications of 
scleral-fixated posterior chamber intraocular lenses. J Cataract Refract 
Surg. 2011 Jul;37(7):1263-9. PMID: 21700103. 

30. Vote BJ, Tranos P, Bunce C, Charteris DG, Da Cruz L. Long-term 
outcome of combined pars planavitrectomy and scleral fixated sutured 
posterior chamber intraocular lens implantation. Am J Ophthalmol. 
2006 Feb;141(2):308-312. PMID: 16458685. 

31. Asadi R, Kheirkhah A. Long-term results of scleral fixation of 
posterior chamber intraocular lenses in children. Ophthalmology. 2008 
Jan;115(l):67-72. PMID: 17481735. 

32. Kim J, Kinyoun JL, Saperstein DA, Porter SL. Subluxation of 
transscleral sutured posterior chamber intraocular lens (TSIOL). Am J 
Ophthalmol. 2003 Aug;136(2):382-4. PMID: 12888076. 

33. Price MO, Price FW Jr, Werner L, Berlie C, Mamalis N. Late 
dislocation of scleral-sutured posterior chamber intraocular lenses. J 
Cataract Refract Surg. 2005 Jul;31(7):1320-6. PMID: 16105601. 

34. Buckley EG. Hanging by a thread: the long-term efficacy and safety 
of transscleral sutured intraocular lenses in children (an American 
Ophthalmological Society thesis). Trans Am Ophthalmol Soc. 
2007;105:294-311. PMID: 18427618. 



MEHDI Ophthalmology Journal 2013; Vol. 2, No 1 



